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INTRODUCTION 

Microscopic imaging is an essential part of the patho-
logical investigation and diagnosis. There are a lot of 
purpose-specific microscopic modalities are available 
for pathological investigations. In general, convention-
al light microscopy is used for histopathological inves-
tigations. However, this microscopic modality is not 
available always in all health centers, especially in a 
rural and remote area with limited healthcare settings. 
Highly skilled and trained microscopist is required for 
proper microscopic histopathological investigation, 
which is not always possible in rural areas. Also in an 
emergency or catastrophic situations, it is not always 
possible to use the microscope for histopathological 
investigations due to resource limitation. Mobile 
phone-based microscopy could be one solution to 
overcome this health sector limitation in a rural area. 
In the recent years, there were some advancements 
of mobile phone-based microscopy *1+ for rural conse-
quences, such as for the diagnosis of Schistosoma hae-
matobium *2+, malaria *3+, Giardia lamblia *4+ through 
mobile phone-based microscopy. But the resolution 
and usefulness of this microscope are not only limited 
to urine, water or stool sample analysis, but also in 
histopathological investigations. Here we proposed 
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and checked the feasibility of one such kind of mobile 
phone-based microscope “Foldscope” *5+ for some 
clinical histopathological investigations. As this micro-
scope are easy to use, cheaper and portable so 
pathologists could adapt its assembly and imaging 
after few training.  

Aim: This study was aimed to check the feasibility of 
using mobile phone-based portable microscope 
“Foldscope” for histopathological investigations.  

Objectives: 1.   To observe the non-clinical samples 
under the mobile phone-based microscopy.  2.   To find 
the feasibility of using mobile phone-based microsco-
py for human histopathological samples by comparing 
with the findings with non-clinical samples. 

MATERIALS AND METHODS 

Study design: Feasibility study. 

Samples: Histology slide of frog blood, bone cell sec-
tion, artery section were used as sample to find the 
feasibility of using mobile-phone based microscopy 
for human samples in future. These histology samples 
were kindly provided with Foldscope toolkits which 
were bought from Foldscope instruments, Inc. (San 
Francisco, CA). 

Materials: One commercial handheld, portable optical 
origami types optical microscope, named “Foldscope” 
was used to conduct this study. This foldscope was 
bought from Foldscope instruments, Inc. (San Francis-
co, CA). Mobile-phone (Samsung Galaxy S6 edge, Sam-
sung, Korea) was coupled with the foldscope by using 
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tape and magnetic coupler for taking image of the 
histology samples (figure 4 and 5). The Foldscope was 
manually panned and focused according to the guide-
line of the manufacturer. Leica DM IL LED microscope 
coupled with CMOS camera (IMAGINGSOURCE® DFK 
72BUC02) was used to get standard image for compar-
ison with the foldscope obtained images. 

Methodology: Raw foldscope paper was open and 

assembled in order to conduct this study. After assem-
bly, each histology slides were being imaged through 
Foldscope and mobile phone. Then the same slides 
also being imaged in Leica DM IL LED microscope as 
reference image. 

Image Processing: All images were saved in JPEG for-
mat and further processed where needed in Adobe 
Photoshop CS6 (Adobe Systems).  

Figure 1,2, and 3. Foldscope and Leica DM IL LED captured image of blood, artery and bone sections respectively  

Figure 2. Foldscope (a) and Leica DM IL LED (b) captured images of frog artery  
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Figure 1. Foldscope (a) and Leica DM IL LED (b) captured images of frog blood  
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RESULTS 

Histology slide of frog blood, bone cells, and artery sec-
tions were subjected to image in Foldscope. These im-
ages were taken without internal illumination of the 
samples. In order to do that, we used room’s general 
fluorescent lamp light and imaged opposite of the 
white background of the wall for the even illumina-
tion. The mobile-phone captured images of the histolo-
gy slide of frog bloods, artery section, bone sections 
are illustrated in ‘a’ panel of figure 1, 2 and 3.   

Also, the same histology sample slides were imaged 
under the Leica DM IL LED microscope. It’s coupled 
CMOS camera obtained images are illustrated in ‘b’ 
panel of figure 1,2 and 3. We observed this two mo-
dality acquired images and compared them. 

Morphology of  the  tissue  sections  was  found  sig-
nificantly similar  as  of  conventional  light micro-
scope. Which showed the strong feasibility of using 
this mobile phone-based microscope in future for the 
clinical histopathological investigations with several 
human histology samples. 

DISCUSSION 

Simple, cheap and precise diagnostic tests are chal-
lenging factor in the low resource-setting area *6+ or in 
emergency situation. This mobile phone-based imag-
ing modality could play a role to contribute to this 
challenge. Here we demonstrated one type of com-

Figure 3. Foldscope (a) and Leica DM IL LED (b) captured images of frog bone  
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mercial mobile phone-based microscope for checking 
the feasibility of using this method for human histo-
pathological investigations *7+. 

The images acquired with Foldscope are little bit low 
contrast as compared to the conventional light mi-
croscopy acquired images. The reason is the absence 
of internal light source in the Foldscope.  The fold-
scope has the option to use LED as light source during 
imaging, but here we tried to use rooms general light 
in order to mimic the situation more comparable with 
a remote area or in catastrophic situation where 
pathologists are not only dependent on LED illumina-
tion, but also the could able to use the device in day-
light or electric fluorescent light. But it is possible to 
improve the image quality by using its own LED as a 
light source during the investigations. The mobile 
phone-based imaging device ‘Foldscope’ use ball 
lens for convenient use and its magnification capac-
ity is 140x and the resolution of the ‘Foldscope’ is 
2 µm. The image and observation   acquired   in   this   
study,   reveals   that   this   magnification   is   enough   
to   the histopathological investigation of human 
blood sample, as human RBC diameter is 6.2–8.2 µm 
*8+, eosinophil diameter is 12-17 µm *9+ and neutro-
phils average diameter is 8.85 µm *10+. So the use of 
this mobile phone-based microscopy is feasible for 
human blood morphology or function related histo-
pathological investigations. 

Also, image acquired from our study demonstrates that 
this method is also feasible for human bone cell’s histo-
pathological investigations as human bone cell 
(osteoclast) is about 150-200 µm *11+ in diameter. 
This mobile phone-based microscopy is very much 
compatible with this size of bone cells. 

Also, this study showed the feasibility of using this 
mobile phone-based microscopy for human artery 
muscle cells as their diameter is less than 250 to 300 
µm *12+. Also imaging of capillary is also feasible as 
their diameter is about 5 µm *13+ inside.  

Hence physicians can use this mobile phone-based 
microscopy for their histopathological examinations of 
the tissue samples beyond the requirement of the 
expensive optical microscope and with low resource 
clinical settings. Even pathologist can easily detect the 
tissue abnormality by analyzing the mobile phone 
microscope obtained images in mobile phone apps 
*14+. Past few years, there was a lot of contribution to 
the development and implications of the mobile 
phone-based microscope. Even automated clinical di-
agnosis methods also reported through mobile phone-
based microscopes *15+. In this way, this portable and 
handheld microscopy could create a new dimension 
in the rural health sector. 

CONCLUSION 

These microscopic techniques are varied based on their 
size, price, resolution, portability, etc.  In this study, 

we checked the feasibility of using one novel type of 
mobile phone-based microscope. By comparing the 
image of some non-human histopathological sample, 
it could be concluded that this method is also feasible 
for human histopathological sample investigations. 
With further improvement and modification, this nov-
el method may be much helpful option in precise and 
urgent histopathological image investigation modality 
for resource- limited health settings. 
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